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[bookmark: _GoBack]Annex 1: Freezer Temperature Record Form

	Equipment name: 
	Label:

	Location:
	Installation date:

	Temperature required:  –18 °C ± 2 °C (acceptable variation)
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When the temperature falls outside the acceptable temperature interval (indicated above), investigate the cause and fill-out a nonconformity form. Also if the cause was easily detected and resolved a nonconformity form needs to be completed for trend analysis.
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